
 

Sanitizer Test Procedures  

Remove a 1.5” strip of clean dry 
test paper from container below. 

Dip strip of test paper in clean, 
fresh room temperature sanitizer 
solution. Hold in solution for time 
required on test paper. Do not 
shake test paper.  

Step #1 

Step #2 

Step #3 

Compare to chart on test paper 
container immediately. Do not ex-
ceed or go below recommended 
limits ( see below).  

Quaternary   Minimum limit 200 ppm        Maximum limit 200 ppm 
 
Chlorine                 Minimum limit 50 ppm Maximum limit 100 ppm 
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